Introduction {#Sec1}
============

With breast cancer being the most common cause of cancer and one of the major causes of cancer death among women \[[@CR1], [@CR2]\], there is a continuous search for improved methods for non-invasively imaging the breast and its abnormalities. Such methods either focus on developments in existing techniques \[[@CR3]--[@CR5]\] or investigate new approaches \[[@CR6]--[@CR8]\], not only for improvements in performance, such as sensitivity and/or specificity, but also for improvements in widespread applicability, patient comfort, personalized care and safety \[[@CR9]\].

One of the techniques currently under investigation for its potential is photoacoustic (PA) imaging \[[@CR10], [@CR11]\]. PA mammography or PAMmography combines high intrinsic optical contrast of tumours with (US) resolution in detection, does not use ionizing radiation or contrast agents, and can be used without breast compression \[[@CR12], [@CR13]\]. This makes it potentially an excellent technique for visualizing malignant breast abnormalities \[[@CR14]--[@CR18]\]. In PAMmography, the breast is illuminated with short pulses of near infrared (NIR) laser light. The light is absorbed by endogenous chromophores such as haemoglobin in the tissue. The absorbed energy leads, via the process of thermoelastic expansion, to a transient pressure wave that propagates through the tissue. The pressure wave can be detected with US detectors with the centre frequency and bandwidth appropriate for the specific application \[[@CR11], [@CR19]\]. Since US undergoes low scattering and attenuation, the resolution problems of pure optical imaging techniques due to high light scattering in tissue can largely be avoided \[[@CR10], [@CR11], [@CR14]\]. The most prominent NIR absorber at malignant sites is haemoglobin, the concentration of which can be twice as high at malignant sites compared to healthy tissue \[[@CR20], [@CR21]\]. Furthermore, it is known from optical spectroscopy and magnetic resonance spectroscopy that the oxygen saturation and the concentrations of fat, water and collagen, all to some extent absorbing in the NIR regime, are altered at the location of malignancies \[[@CR22]--[@CR24]\]. This potentially gives NIR PA imaging the possibility of being sensitive for visualizing malignancies, and to be specific through use of spectroscopy methods \[[@CR25], [@CR26]\].

Over the years, prototype PA mammography systems have been investigated in early clinical feasibility studies. However, the amount of clinical data available remains limited \[[@CR15], [@CR16], [@CR27]--[@CR29]\]. We developed the Twente Photoacoustic Mammoscope or PAM \[[@CR30], [@CR31]\], which can image a region of interest (ROI) in the breast in forward mode using 1,064 nm light excitation in combination with a 2D detector array comprising 588 elements. We showed that PAM can visualize breast cancer with high imaging contrast \[[@CR28], [@CR29]\], and that this contrast appears to be independent of the mammographically estimated breast density. However, these first studies were performed in small patient populations, and, due to technical constraints, the measurements were performed in a small ROI (40 × 40 mm^2^ with measuring time of 25 min). The small ROI led to positioning difficulties, which constrained us to measure a selection of palpable masses measuring between 1 and 3 cm in size \[[@CR28]\]. Although these first measurements showed the potential of PA mammography for the visualization of malignancies, the small study population, poor variability in included lesions and small ROI measurements made it impossible to relate the photoacoustic lesion visibility and appearance to patient demographics and lesion characteristics. This information is required for further improvements to the performance of the technique.

In this work, we use an upgraded prototype clinical system, which enables us to measure a larger field of view (FOV; 90 × 80 mm^2^ in scan duration of 10 min). This provides the opportunity to investigate a wider variety of tumours and to obtain better resolution than previously. The standardized large FOV measurements allow for better comparisons with x-ray mammography and magnetic resonance imaging (MRI). While a selection of the data has been presented previously \[[@CR32]\], here we look critically at all clinical data from malignancies obtained with the improved version of PAM. In addition to assessing the visibility of the lesion, the PA lesion features are compared to lesion and patient characteristics in order to further our knowledge of the performance and potential of the method, but above all to guide the research and developments towards future optimal breast imaging systems.

Materials and methods {#Sec2}
=====================

Clinical setting {#Sec3}
----------------

Clinical measurements were performed at the centre for breast care of Medisch Spectrum Twente (MST) in Oldenzaal, The Netherlands. The study protocol and informed consent procedure were approved by the hospital's review board. The study was registered in the Netherlands Trial Register (NTR) as TC 2945.

From April 2012 to May 2013, adult female patients arriving at the centre for breast care for conventional imaging of their breasts were asked to participate in the study. The focus was mainly on patients with suspect lesions following clinical investigation and conventional imaging. Since the penetration depth of PAM 1 is limited, mostly patients with lesions in the upper half of the breast were included.

All patients followed the normal diagnostic pathway: after clinical investigation and anamnesis, conventional imaging was performed. For x-ray imaging, cranio-caudal (CC) and medio-lateral-oblique (MLO) images of both breasts were made using the Lorad Selenia Full Field Digital Mammography System (Hologic, Bedford, MA, USA). Next, both breasts and axillae were investigated using the Philips iU22 US machine operating at 15 MHz (Philips Medical Systems, Best, The Netherlands).

The suspect breast of a consenting patient was imaged using PAM (see below) before the core needle biopsy procedure. In cases when conventional imaging was not conclusive, a dynamic contrast enhanced MRI (DCE-MRI) was performed a few days to weeks post-biopsy. High-resolution anatomical T2 weighted images and dynamic T1 weighted images before and after gadolinium injection were acquired using a 1.5 or 3 Tesla MR system in combination with a 7-channel Sense Breast Coil (Philips Medical Systems).

The x-ray, US and MR images were interpreted by a breast imaging radiologist. For all modalities, the radiologist graded the suspiciousness of the lesion according to the BI-RADS classification scale (Breast Imaging Reporting And Data System \[[@CR33]\]), described the lesion appearance and location in the breast, and estimated the lesion size. Moreover, two radiologists independently graded the mammographic density of the breast in the CC x-ray mammograms using the BI-RADS density scale \[[@CR33], [@CR34]\]. This four-grade scale reflects the percentage of glandular tissue present in the breast. In case of markedly different opinions, a third radiologist could be solicited for an unbiased grading.

In the CC x-ray mammogram, a random area inside the malignancy and a random area outside, but adjacent to, the malignancy were chosen. The average intensity in both areas (\<*I* ~*m*~\> and \<*I* ~*b*~\> respectively) was used to calculate the contrast C as \<*I* ~*m*~\>/\<~*Ib*~\>. To reduce subjectivity in the choice of the specific areas, this procedure was repeated ten times and the average outcome was used to obtain *C* ~*xray*~ for the specific lesion. In case the lesion was occult on x-ray mammography, the contrast was defined as being 1.$$\documentclass[12pt]{minimal}
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The Twente Photoacoustic Mammoscope {#Sec4}
-----------------------------------

Earlier published details of the instrument \[[@CR30]\] as well as the study procedure \[[@CR28]\] will be concisely repeated here. During the PAM investigation, the patient lies in prone position on the bed (Fig. [1](#Fig1){ref-type="fig"}) with her breast pendant through an aperture. The breast is immobilized by slight compression between a glass plate for laser illumination from the cranial side and the ultrasound detector array from the caudal side. This compression merely refers to placing the ultrasound detector on the breast and pushing it against the supporting glass plate to get an acoustic contact across the 85 × 90-mm detector surface for ultrasound detection. The static compression force applied is low so that tissue haemodynamics are not expected to be altered \[[@CR35]\] and effects on the tumour contrast are negligible. After positioning, a photograph is made of the breast against the detector and the CC thickness of the breast under compression is measured using a caliper for the purpose of lesion depth estimation (see next section). By using the photograph of the breast in combination with the detector position, the CC x-ray images and PAM images can be merged retrospectively to provide an approximation of the co-localization of the identified lesions (see Fig. [2](#Fig2){ref-type="fig"}).Fig. 1The Twente Photoacoustic Mammoscope. (**a**) Aperture for breast insertion. (**b**) Ultrasound detector matrix. (**c**) Glass window. (**d**) Scanning system compartment. (**e**) Q-switched Nd-YAG laser operated at 1,064 nm with 10-ns pulses. (**f**) Laser safety curtain which is drawn around the instrument during the measurements. (**g**) Interface electronics between detector and computer. (**h**) Linear stage carrying detector matrix driven by hand wheel to apply mild compression to the breast. (**i**) Laser remote control unit. (**j**) Laser power supply. Image adapted from reference \[[@CR29]\] with permission Fig. 2Photoacoustic (PA) contrast versus breast density. There is no significant difference in PA contrast (grey, cross) between the low- and high-density breasts. There is a significant drop (\*) in contrast for x-ray mammography (white, sphere) comparing the high-density to the low-density groups

The breast is illuminated from the cranial side with pulsed (10 ns, 10 Hz) laser light at 1,064 nm from a Q-switched Nd:YAG laser (Continuum Surelite, San Jose, CA, USA). The size of the beam is approximately 35 cm^2^ and the beam is kept at a fixed position throughout the measurement. At the breast surface, the energy per pulse does not exceed 350 mJ, giving rise to radiant exposure of 10 mJ/cm^2^, which is well below the maximum permissible exposure (MPE) on the skin (100 mJ/cm^2^) for the specifications of the laser light applied \[[@CR36]\]. PA signals in the breast are detected at the caudal side of the breast by a 1 MHz (130 % bandwidth) 2D US detector array (Lunar Corporation, General Electric, Madison, WI, USA) consisting of 588 elements in an almost circular configuration. Details of the detector are given elsewhere \[[@CR30], [@CR31]\]. Sequences of ten elements, spread over the entire detector area, are activated at a time. For all 588 elements, the average of 100 signals are read into the PC using two eight-channel digitizers (National Instruments, NI PXI 5105, 60 MS/s, 12-bit) controlled by a Labview program (National Instruments, Austin, TX, USA). This leads to a total measurement duration of 10 min for the complete detector covering an area on the breast of approximately 9 × 8 cm^2^.

Image reconstruction and analyses {#Sec5}
---------------------------------

Reconstruction and analyses were performed using Matlab (R2011b, the Mathworks Company, Natick, MA, USA). Prior to reconstruction, the large signal from the breast surface was removed to have a more homogenous dynamic range in the PA volume. Signals were filtered with a band-pass Butterworth filter (cut-off frequencies 0.2 MHz and 1.7 MHz) to remove the low frequency trend and high frequency noise. The PA volume was reconstructed from these processed signals using an acoustic back-projection algorithm, assuming a homogenous speed of sound of 1,540 m/s in the medium. The inaccuracies that arise because of the assumption of this homogenous speed of sound are estimated to be minor with respect to the system's resolution (approximately 3 mm in both the axial and lateral directions \[[@CR30], [@CR31]\]). After reconstruction, the separate profiles through the volume were demodulated and all voxel intensity values were scaled to the maximum intensity value within the total volume, giving a range between 0 and 255.

The PA volume was investigated for the presence of high-intensity areas. When high-intensity PA pixels were organized in a way reminiscent of lesion appearances from experiences in conventional imaging modalities, these structures were referred to as PA lesions. A subvolume was defined so as to include the depth (cranio-caudal) extension of the lesion. The maximum intensity projection (MIP) of the subvolume was overlaid on the x-ray mammogram by using the position information obtained from the digital photograph.

In this way, lesion positions in the CC PA images could be compared to lesion positions in the CC x-ray images. In case of good co-localization, the lesion on PA images was assumed to represent the suspicious abnormality. The lesions were classified according to their appearance on the MIP of the subvolume as either showing 'mass (confined) appearance', 'non-mass (scattered) appearance' or 'ring appearance' (for further details, see below).

The depth of the lesion was calculated from the z (depth) position of the lesion's maximum intensity inside the PA volume and the measured breast thickness. A contour was manually drawn around the lesion on the MIP of the subvolume, using the information available from conventional imaging. This contour was used to measure the maximum dimension of the lesion in the CC projection and to calculate the average intensity inside the lesion \<*I* ~*l*~\> in this same MIP. Ten random areas outside but close to the lesion were chosen. For each area, the average intensity was calculated to obtain \<*I* ~*b,i*~\> and to calculate the contrast Ci of the lesion as *C* ~*i*~ = \<*I* ~*l*~\>/\<*I* ~*b,i*~\>. To reduce subjectivity in the choice of the specific background area, the average of the ten calculated contrasts was used to obtain *C* ~*pam*~.$$\documentclass[12pt]{minimal}
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The estimated size of the lesion in PA images was compared to the true lesion size defined histopathologically. For each modality (PAM, x-ray, US and MRI) The percentage (absolute) size deviation from the gold standard (histopathology) was calculated as:$$\documentclass[12pt]{minimal}
                \usepackage{amsmath}
                \usepackage{wasysym} 
                \usepackage{amsfonts} 
                \usepackage{amssymb} 
                \usepackage{amsbsy}
                \usepackage{mathrsfs}
                \usepackage{upgreek}
                \setlength{\oddsidemargin}{-69pt}
                \begin{document}$$ \left(\raisebox{1ex}{$\left|Siz{e}_{Histo}-Siz{e}_{Mod}\right|$}\!\left/ \!\raisebox{-1ex}{$Siz{e}_{Histo}$}\right.\right)\times 100\% $$\end{document}$$in which SizeMod is the measured maximum diameter of the lesion on images from the specific modality and SizeHisto is the maximum diameter of the lesion measured by the pathologist in the post-surgical specimen. If lesions were not visible, but correctly positioned in the measurement area, the size was defined to be 0 mm for that specific modality. Further, for all imaging modalities (x-ray, US, MRI and PAM) the correlation coefficient between the measured lesion sizes and the true lesion sizes was calculated.

Per BI-RADS breast density group, \<*C* ~*pam*~\> and \<*C* ~*xray*~\> were calculated and compared to have an indication of the influence of breast density on the relative performances of PAM and x-ray mammography. Both for PA and x-ray lesions, the density groups were tested for significant differences in their mean contrast by using a (one-sided) two-sample Student's t-test with a significance level of 5 %.

Other clinical information obtained {#Sec6}
-----------------------------------

Following core needle biopsy, all tissue specimens were investigated for the presence and type of malignancy at the Laboratory for Pathology East Netherlands (LabPON). Following surgery (mastectomy or breast-conserving therapy), pathology was performed to determine the status of the resection margins, the type (according to WHO criteria) and size of the lesion, the grade of the lesion on the Bloom-Richardson scale \[[@CR37]\], the presence of in situ components outside the lesion and the hormonal status of the tumour. All this information, except the status of the resection margins, was compared to the PA lesion visibility and appearance.

At the end of the PA measurement, patients were asked to fill a short questionnaire regarding their physical condition as well as their experience during the measurement. The PA lesion contrast can thus be compared to age, body mass index (BMI) and menopausal status of the patient. Pre-menopausal patients were asked to fill in the week of the cycle. From MRI it is known that results can be influenced by the hormonal status of the patient \[[@CR38]\], and since MRI and PAMmography are believed to largely rely on the same contrast mechanism \[[@CR32], [@CR39]\], namely vascularization, this factor should be investigated here as well. Further information from the questionnaire concerned the preference of the patient for either x-ray mammography or PAMmography.

Results {#Sec7}
=======

From April 2012 to May 2013, 43 patients volunteered to participate in the PAM study. Of these, two patients were not imaged because of inability to climb on/lay on the bed for 10 min. For two other patients it appeared retrospectively (from information obtained from the digital images, x-ray mammograms, MR and US images) that the lesion was not favourably positioned in front of the detector. Of the remaining 39 patient measurements, five were on cysts, two were on fibroadenoma, one was on a chronic active inflammation and 31 were on malignancies. The results for the measurements on malignancies are presented here; the results from the cyst measurements are published elsewhere \[[@CR40]\]. Moreover, in a subset of the 43 patients from this study, a specific comparison with MRI and vascular stained histopathology slides was made in order to get more information on the relationship between the photoacoustic image pattern and the tumour vascularity \[[@CR32]\]. The number of fibroadenomas measured was too low and the two lesions were too different in appearance and size (\~10 mm vs. \>60 mm) on conventional imaging to analyze and compare their PA appearances.

General photoacoustic (PA) results {#Sec8}
----------------------------------

In 30 patients, the malignancies could be visualized with high certainty. This was confirmed by a high degree of co-localization between the lesions in x-ray and PA images. In the few cases where there was not good co-localization, the shift of the lesion in PA images compared to the expected location from the CC x-ray image could be related to an intended or unintended tilting of the breast during the PA investigation. In one patient (P60), the lesion could not be visualized at the expected position in the PA images. Based on data from x-ray mammography and MRI, mispositioning could neither be excluded nor fully ascertained.

PA lesion characteristics {#Sec9}
-------------------------

Table [1](#Tab1){ref-type="table"} summarizes the results from PA imaging in comparison to the lesion type and size. The types of malignancies (25 infiltrating ductal carcinoma (IDC), four infiltrating lobular carcinoma (ILC) and/or lobular carcinoma in situ (LCIS), and two other/non-defined) measured in this study represent those of the normal breast cancer population \[[@CR41]--[@CR43]\]. Further patient characteristics are specified in Table [3](#Tab3){ref-type="table"}.Table 1Results from photoacoustic imagingP^1^Fig.Lesion typeLesion size^2^ (mm)PAPAPA size (mm)Co-localization x-ray/MRINr.lesion appearancecontrast32IDC12Mass2.616Good35*4a-c*IDC26Mass2.718Good36IDC (3×)6, 6, 20Mass (3×)4.2, 3.1, 3.38, 8, 11Good37IDC28Ring2.231Good38IDC19Mass5.119Good39IDC63Non-mass3.641Reasonable40ILCunNon-mass3.745Poor^3^42IDCunMass3.928Good43IDC15Mass2.916Good44IDC25Mass3.738Not defined45AdenotypeunNon-mass3.261Reasonable^3^47*4d-f*IDC24Ring5.524Good49^4^LCIS40Non-mass3.954Good52IDCunNon-mass2.753Good53IDCunRing3.346Good54IDC22Mass6.418Reasonable^5^55IDC34Mass2.829Good56IDC22Mass3.411Reasonable-Poor^5^58*4j-l*ILC22Mass2.319Good59IDC28Non-mass3.529Reasonable60ILC22Not visible1.0^6^0n.a.61IDCunMass, atypical4.321Good62IDC18Mass2.615Good63IDCunMass7.013Poor^5^65IDC18Mass2.613Good66*4g-i*MC15Mass4.015Good67IDC13Mass5.316Good68IDC14Mass2.910Good70IDC19Mass3.023Good72IDCunNon-mass2.844Good73IDC25Multifocal mass2.942Reasonable^51^Internal numbering system^2^The size of the lesion is estimated from histopathology post-surgery. If patients did not undergo surgery in Medisch Spectrum Twente (MST), the size is indicated as 'unknown' (un)^3^The size of the lesion and/or the high breast density made a comparison between PA and x-ray lesion localization difficult^4^An adenotype metastasis was found in one of the lymph nodes; however, the post-mastectomy specimen only revealed LCIS in the breast. The metastasis proves that there should have been an invasive component^5^For these patients, the non-perfect co-localization could be attributed to the significant breast tilting during the PA measurement;^6^The lesions with a contrast of '1' for PA mammography were not visible in the PA imaging volume*PA* photoacoustic, *P* patient number, *MRI* magnetic resonance imaging, *IDC* infiltrating ductal carcinoma, *ILC* infiltrating lobular carcinoma, *LCIS* lobular carcinoma in situ, *MC* mucinous carcinoma, *n.a.* not applicable, *un* unknown

The 32 detected lesions were classified according to their appearance as:'Mass or confined appearance', defined as a confined region of high intensity, which can be either regular or irregular in shape and homogenous or heterogeneous in intensity.'Non-mass or scattered appearance', defined as an area which is completely different from the surrounding healthy tissue by the presence of multiple moderate to high intensity foci.'Ring appearance', defined as one or multiple regions of high intensity enclosing an area with low intensity.

Most lesions were of the mass-type, as in the first phase of the clinical study \[[@CR28]\]. However, the lesions are much less smooth and show more heterogeneity in the current study. More details are discussed in \[[@CR32]\].

Although the only lesion which was not visible in the PA images was of the less common ILC type, the variation in PA appearance cannot directly be related to the tumour type: There is large variation within the group of lesions of the same type (see for example Fig. [4c and f](#Fig4){ref-type="fig"}), while lesions of a completely different type can have a quite similar appearance (Fig. [4c and l](#Fig4){ref-type="fig"}). Moreover, the number of non-IDC lesions (five) is too low with respect to the IDC group to make a reliable comparison between the different lesion types.

Representative PA images can be found in Fig. [4](#Fig4){ref-type="fig"}.

PA lesion characteristics in relation to conventional imaging findings {#Sec10}
----------------------------------------------------------------------

In Table [2](#Tab2){ref-type="table"} the PA lesion characteristics are compared to the lesion characteristics in x-ray mammography, US and MR images. Three lesions (P36_3, P38 and P44) were occult in x-ray mammography images, of which one was also not observed in US images (P36_3). All these lesions could be identified with high imaging contrast in the PA images. The position of the lesion was verified by the position information from palpation and US imaging. For patient P36, at the time of the PAM investigation only the existence of two lesions was known; however, three lesions were observed in the PA images. The post-surgical histopathology report showed the existence of a third IDC at a location which co-localized with the third lesion in the PA images.Table 2Results from conventional imagingP^1^BI-RADS densityx-ray contrastPA contrastSize x-ray (mm) (% deviation)^2^Size US (mm) (% deviation)^2^Size MRI (mm) (% deviation)^2^Size PA (mm) (% deviation)3212.42.612 (0 %)11 (−8 %)16 (+33 %)3512.32.724 (−8 %)25 (−4 %)18 (−31 %)3623.1, 2.0, 1.0^3^4.2, 3.1, 3.36, 10, 0 (0, +66, −100 %)6, 8, 0 (0, +33, −100 %)8, 8, 11 (+33, +33,−45 %)3732.22.235 (+25 %36 (+29 %)31 (+11 %)3831.05.10 (−100 %)21 (+11 %)22 (+16 %)19 (0 %)3925.63.650 (−21 %)50 (−21 %)41 (−35 %)40^4^4np^5^3.7npnpnp4542^4^21.53.930np284312.82.915 (0 %)15 (0 %)16 (+7 %)4421.03.70 (−100 %)30 (+20 %)38 (+52 %)45^4^3np^5^3.2npnp614726.65.525 (+4 %)29 (+21 %)24 (0 %)49^6^2np^5^3.915020--505452^4^31.32.76042705353^4^26.63.36550465412.06.418 (−18 %)13 (−41 %)18 (−18 %)5516.82.820 (−41 %)23 (−32 %)50 (+47 %)29 (−15 %)5631.33.4np^3^34 (+54 %)32 (+45 %)11(−50 %)5811.82.320 (−9 %)25 (+14 %)55 (+150 %19 (−14 %)5922.33.535 (+25 %)30 (+7 %)29(+4 %)6013.51.0np^5^25 (+14 %)67 (+204 %)0 (−100 %)61^4^16.44.3161020216231.42.620 (+11 %)20 (+11 %)19 (+6 %)15(−17 %)63^4^12.77.02221136521.0^7^2.614 (−22 %)18 (0 %)13 (−28 %)6623.04.020 (+33 %)16 (+7 %)15 (0 %)6713.25.318 (+38 %)13 (0 %)15 (+15 %)16 (+23 %)6832.32.915 (+7 %)15 (+7 %)10 (−29 %)7022.03.025 (+32 %)20 (+5 %)30 (+58 %)23 (+21 %)72^4^24.32.8353650447323.42.949 (+96 %)26 (+4 %)35 (+40 %)42 (+68 %)^1^Internal numbering system^2^The percentage size deviation is calculated according to Formula 3. For lesions which were correctly positioned, but invisible, the lesion size was defined as 0 mm (100 % size deviation)^3^Lesions with a contrast of '1' for either x-ray mammography or PA imaging, were occult on the specific images^4^These patients did not go for surgery at Medisch Spectrum Twente (MST), mostly because of the treatment by neoadjuvant chemotherapy. Therefore post-surgical histopathological sizes could not be obtained^5^In these patients, the contrast and/or size of the lesion could not fully be estimated on conventional imaging, because of the appearance of architectural distortion rather than mass^6^In this patient, an adenotype metastasis was found in one of the lymph nodes; however, the post-mastectomy specimen only revealed lobular carcinoma in situ in this breast. The metastasis proves that there should have been an invasive component. The size given here is the one of the in situ component. These are not taken into account in the estimation of the average size over- or underestimation for the different imaging modalities^7^The lesion was visible in x-ray mammography as a radio-opaque abnormality of approximately 14 mm, associated with microcalcifications, hence the contrast was approaching '1'*PA* photoacoustic, *P* patient number, *MRI* magnetic resonance imaging, *US* ultrasound, *n.a.* not applicable, *n.p.* not possible, *un* unknown

Figure [2](#Fig2){ref-type="fig"} shows the breast density versus contrast for both x-ray mammography and PAMmography. The final result of the density assessment (Table [2](#Tab2){ref-type="table"}, column 2) by the three radiologists is used to define the density groups for this analysis (this will be further referred to as 'complete assessment'). Here, a two-scale classification is given (low: BI-RADS density 1, 2; high: BI-RADS density 3, 4), because this is proven to be more reliable and reproducible than the four-scale classification \[[@CR34]\]. For both the individual assessment of the two radiologists and the complete assessment, there was no significant difference in average PA contrast between the high- and low-density groups, while the contrast of x-ray mammography is significantly lower for the high-density group as compared to the low-density group. Examples of lesions that are visible with high-imaging contrast in highly dense breasts can be found in the supplementary information.

In this study, the average size deviations for x-ray mammography, ultrasound and MRI were: 34 %, 18 % and 65 %, respectively. The average size deviation for PAMmography was 28 %.

PA appearance versus patient and lesion characteristics {#Sec11}
-------------------------------------------------------

Table [3](#Tab3){ref-type="table"} consolidates the patient and lesion characteristics for the 31 measured patients. No significant differences can be observed in PA contrast for the different hormonal receptor status groups. Figure [3](#Fig3){ref-type="fig"} shows the average PA and x-ray contrast for the three different tumour grades. There is no significant difference in PA contrast between any of the different groups.Table 3Patient and lesion characteristicsP^1^Age (y)BMIHormonal status (week)Type and grade of malignancyDCIS (yes/no)Receptor status (Er, Pr, Her2Neu)Size of lesion^2^ (mm)325428.7PostIDC, grade 1No++-12357935.6PostIDC, grade 1No++-2636 (3x)5627.5PostIDC, grade 1 (3×)Yes++- (3×)6, 6, 20376125.9PostIDC, grade 2No+++28384426.0Pre (3)IDC, grade 3Yes−19396733.2PostIDC, grade 3No++-63404726.2Pre (2)ILCn.a.+++un^3,4^429120.0PostIDCun++-\~30^2^438325.0PostIDC, grade 2Yes++-15445524.5PostIDC, grade 3Yes\--+2545^5^51unPostAdenotypeununun^3,4^476922.5PostIDC, grade 2No++-24496429.0PostLCISn.a.+\--\>405244ununIDCun++un\>60^3^537221.3PostIDCun+\--\>60^3^547030.1PostIDC, grade 1No++-22556324.8PostIDC, grade 2No+\--34566226.9PostIDC, grade 3No+++22586527.7PostILC, grade 2n.a.++-22597927.1PostIDC, grade 3No++-28606623.1PostILC, grade 1n.a.++-22617441.4PostIDCun++-22^3^623218.6Pre (1)IDC, grade 2No++-18637924.1PostIDCUn++-22^3^6578unPostIDC, grade 1Yes\--+18668326.6PostMC, grade 2Yes++-15677323.8PostIDC, grade 2Yes++-13686325.5PostIDC, grade 2Yes++-14706329.8PostIDC, grade 3No++-19726124.3PostIDCun++-35^3^735028.2PostIDC, grade 3No++-25 + 5^61^Internal numbering system^2^The size of the lesion is estimated from histopathology post-surgery or conventional imaging^3^These patients did not undergo surgery in Medisch Spectrum Twente (MST), therefore the lesion size, grade and presence of DCIS are not available. If possible the lesion size (last column) was estimated from conventional imaging^4^In these patients, the size of the lesion could not be estimated from conventional imaging, because of the large extension in the breast and the appearance of architectural distortion rather than mass^5^In this patient the biopsy of the lesion was inconclusive, but biopsies lymph node biopsies showed metastases from an adenotype carcinoma. The patient left to go to a different hospital for further diagnosis and treatment and was lost for follow-up^6^In this patient, in addition to the 25 mm abnormality, a second, 5-mm focus of the same type of malignancy was found in the histopathology specimen. There were no invasive or in situ components present in between these lesions*P* patient number, *BMI* body mass index, *DCIS* ductal carcinoma in situ, *IDC* infiltrating ductal carcinoma, *ILC* infiltrating lobular carcinoma, *LCIS* lobular carcinoma in situ, *MC* mucinous carcinoma, *un* unknown, *n.a.* not applicable Fig. 3Tumour grade versus contrast on photoacoustic (PA) images. There is no significant difference between the groups

The size deviation from the gold standard could not be related to the depth of the lesion, the hormonal receptor status or the presence of DCIS components outside the invasive malignancy.

Further, the average PA contrast was compared to the patients' BMI. Neither a trend nor a significant difference can be observed for the different BMI categories. This was also the case for the PA contrast versus the patient's age. In this study, only three pre-menopausal patients were measured, which were all in a different week of their menstrual cycle. The influence of the hormonal status on the PA results could therefore not be investigated.

Specific representative PA mammography results {#Sec12}
----------------------------------------------

Figure [4](#Fig4){ref-type="fig"} shows the comparison between x-ray mammography and PA imaging for four representative patients in various overlays and projections.Fig. 4Four representative photoacoustic imaging results. **Left**: Left cranio-caudal (CC) x-ray mammogram; **middle**: Left CC x-ray mammogram with maximum intensity projection (MIP) of the photoacoustic (PA) mammography-identified lesion overlaid; **right**: detailed 3D representation of the lesion of interest. (**a-c**) This infiltrating ductal carcinoma (IDC, grade 1) of 26 mm in a 79-year-old patient presents as a high-contrast mass appearance of 18 mm in the PA volume. The size underestimation is most likely the consequence of the poor positioning of the lesion at the edge of the detector. The shift in lesion location between the x-ray and PA images is most likely the consequence of the breast being slightly tilted following detector movement to immobilize the breast against the glass window prior to the measurement. (**d-f**) This infiltrating ductal carcinoma (IDC, grade 2) of 24 mm in a 69-year-old patient presents as a ring (diameter 24 mm) in the PA volume. The ring appearance is hypothesized to be partly the consequence of a higher vascular density at the lesions border as compared to its centre \[[@CR32]\]. Since x-ray mammography relies on a different contrast mechanism, this ring appearance does not necessarily appear in the x-ray images. (**g-i**) This mucinous carcinoma (MC, grade 2) of 15 mm detected in an 83-year-old patient presents as a lobed mass of 15 mm in the PA images. (**j--l**) This infiltrating lobular carcinoma (ILC, grade 2) of 22 mm in a 65-year-old patient presents as an irregularly shaped mass of 19 mm in PA images. The location of the lesion in the PA volume can be perfectly co-localized with the location of the lesion on the x-ray mammogram. Even at depths of more than 20 mm, the lesion can be visualized with good contrast and a rather reliable (although slightly underestimated) size

In Fig. [4h](#Fig4){ref-type="fig"} an elongated structure seems to be connected to the lesion, which is not that prominent in the x-ray images (Fig. [4g](#Fig4){ref-type="fig"}). A detailed look at the 3D volume reveals that the lobed and elongated structures are in fact separated and that the latter most likely represents a blood vessel. This can, however, not be verified, because of the lack of MR images for this patient. Such high-contrast areas, which were outside the region where the malignancy was expected and which could not always be attributed to known structures in the breast such as cysts or blood vessels, were present in approximately one-third of the patients investigated in this study.

Patient experience {#Sec13}
------------------

Thirty patients completed the short questionnaire following the PAM investigation. Of these, 11 reported preferring PAM far more than x-ray mammography; 14 preferred PAM to x-ray mammography; three considered the burden of x-ray mammography to be equal to that of PAM; and two indicated a strong preference for x-ray mammography over PAM. However, it must be noted here that patients were well aware of the fact that this system was a prototype and that it would not be applied in its current configuration in daily clinical practice outside a research setting.

Discussion {#Sec14}
==========

We reported here on the imaging results of clinical PA breast imaging. The results of 31 measurements on patients having one or more breast malignancies, obtained with a PA mammoscope which operates in planar configuration using 1,064 nm light \[[@CR30], [@CR31]\], were presented and compared with patient demographics, lesion characteristics and results from conventional imaging. The most important observations are:PAMmography can visualize breast malignancies with high imaging contrast;The PA contrast of the lesions is independent of the mammographically estimated breast density, while there is a significant drop in lesion contrast in x-ray mammography for high-density breasts compared to low density breasts;The PA lesion appearance and contrast could not be related to the lesion type, grade or hormonal status;In a non-negligible number of patients, high contrast areas could also be observed in areas in the PA volume which could not be related to the location of the (proven) malignancy.

Tese four most important findings are discussed in more detail below and possibilities for future improvements are given.

Visualizing breast malignancies {#Sec15}
-------------------------------

In agreement with results from previous clinical studies \[[@CR28], [@CR29]\], this study proved that PA imaging as currently applied in our prototype planar mode imaging system using 1,064 nm can visualize breast malignancies with high imaging contrast. In some cases even malignancies that were occult on one of the conventional imaging modalities could be clearly visualized with reliable shape and size. This resulted in a visualization rate of 32 (of 33) malignancies in 31 patients in this study, while only one malignancy was occult in PA images.

The missed malignancy (P60) was an ILC, which presented as architectural distortion in x-ray images and as a suspicious hypo-echoic area in US images. It is known that there are morphological differences between IDC (the most common measured malignancy in this study) and ILC, making the visualization of ILC in conventional imaging sometimes troublesome \[[@CR42]--[@CR44]\] and possibly also causing difficulties in PA visualization of ILC. However, two cases of ILC (P40 and P58) were visualized using PAM. Further, ILC is often associated with increased tumour vascularization as a consequence of angiogenic processes \[[@CR45], [@CR46]\], which caused the lesion of P60 to be visible as an enhancing mass in MR images. In fact, MRI has proven to be the most useful imaging modality in the pre-operative investigation of ILC \[[@CR42], [@CR47]\]. If the PA contrast is indeed mainly the consequence of the increased tumour vascularization, one would expect this lesion type to be visible in the PA image as well. A further comparison between the digital photograph of the breast during the PAM investigation and the x-ray and MR images cannot exclude the possibility of mispositioning of the lesion in front of the detector. In any case, it is recommended that more patient measurements on ILC are performed.

A few aspects of the general results of the 31 visualized malignancies require further discussion. First, although previously all lesions were observed as homogenous and rather smooth masses, in the current study we see larger variations in PA lesion appearance. This higher variation can largely be explained by the higher variation in included patients and lesions: where we previously focused on small palpable masses, in this study non-palpable lesions, lesions with appearances of architectural distortion in x-ray images and very large (\>60 mm) and very small (\<10 mm) lesions were also measured. Moreover, the increase in illuminating beam size and FOV leads to a more reliable reconstruction of the true lesion appearance. This might also explain the problems we still observe for the reconstruction of very large (\>40 mm) lesions.

Second, in this study the PAM-estimated lesion sizes were both larger and smaller than the histopathologically defined lesion sizes, while previously the lesion size was always underestimated in the PA images \[[@CR28]\]. The previous size underestimation was also most likely the consequence of the limited FOV with respect to the lesion size, a problem that is largely avoided in the current clinical study. Moreover, in the previous study, the lesions were defined by −6 dB thresholds, while in this work a manual discrimination of 'abnormal' with respect to normal tissue was used. The latter is closer to the method that radiologists use for conventional imaging and leads to an average size deviation for PAM with respect to histopathology of 28 % compared to size deviations of 34 %, 18 % and 65 % for x-ray mammography, US and MRI, respectively. Therefore, PAM performs reasonably well compared to the other imaging modalities. However, non-negligible under- and overestimations in lesion size are still observed, despite the fact that the lesions are defined with prior knowledge from conventional imaging. This size deviation is partly the consequence of the slight compression applied in the PAM set-up, causing the breast and lesions to deform. Moreover, in histopathological investigations (the gold standard) the largest dimension of the malignancy is measured, regardless of the orientation of the malignancy, while in PA images the largest dimension on a cranio-caudal projection is taken. A more thorough analysis into the different chromophores that are contributing to the PA lesion contrast is required to truly relate the PA-defined size and appearance to the histopathologically-defined size and appearance.

Contrast versus density {#Sec16}
-----------------------

As in our previous study \[[@CR28]\], this work indicates that the PA contrast is independent of the mammographically estimated breast density. In the present study, the breast density was estimated in 31 cases by two (or three) radiologists, which is an improvement from the single observer in our 2012 study (ten patients). The third radiologist's judgement was used in 11 (of 31) cases and mostly occurred within and not between the low (BI-RADS density 1,2) or high (BI-RADS density 3,4) groups. Therefore, we used a two-grade scale to investigate the contrast dependence on breast density. Again, no significant differences can be observed in average PA contrast for the different density groups, while there is a significant drop in x-ray contrast for the high-density breasts compared to the low-density breasts. Although the number of patients per density group is still limited, this repeated finding indicates that PA contrast at 1,064 nm is largely independent on the mammographically estimated breast density. This is most likely the consequence of the independence of the total blood volume and oxygen saturation on mammographic breast density \[[@CR48]\]. In future multi-wavelength studies, the contrast-density dependence should be investigated per wavelength since the water, fat and collagen content of high-density breasts are known to be different from that of lower density breasts \[[@CR48]\].

Contrast and appearance versus tumour type and grade {#Sec17}
----------------------------------------------------

A number of lesion and patient characteristics were investigated for their relationship to PA appearance, PA contrast and PA size. In the investigated population, the number of non-IDC was too low with respect to the number of IDC to compare the PA lesion appearances for the different tumour types. The same was the case for the number of pre-menopausal patients with respect to post-menopausal patients. No significant differences were found for the PA contrast versus BMI, PA contrast versus age, PA contrast versus hormone receptor status, PA contrast versus lesion depth or size deviation versus either lesion depth or the presence of in situ components.

The positive correlation between MVD and tumour grade in IDC \[[@CR45], [@CR49]\] led to the expectation of an increasing PA contrast with increasing tumour grade. This expectation makes it tempting to observe a subtle trend of increasing PA contrast with increasing tumour grade in Fig. [3](#Fig3){ref-type="fig"}. However, the none of the differences in PA contrast between the different tumour grades are significant. The main problem of the analyses performed here is the small number of patients per group, especially in cases where a lot of groups were compared, as for BMI or hormone receptor status. The presented results indicate that in future studies with larger numbers of patients, it will be useful to investigate the appearance of ILC with respect to IDC as well as the dependence of PA contrast on tumour grade. Moreover, the results further strengthen the hypothesis that PA imaging performs equally well in various population groups (age, BMI and breast density).

Sensitivity versus non-specificity {#Sec18}
----------------------------------

The main conclusion of this work should be put into perspective. Using a priori information about the lesion location in the breast, for almost all patients abnormal or high intensity regions could be located and related to the presence of malignancy with great certainty. However, in a non-negligible number of patients high-contrast or abnormally structured areas were also observed at different locations in the PA volume, as illustrated in Fig. [4g](#Fig4){ref-type="fig"}−i. In some cases, these high-contrast areas could be related to structures in the breast, like blood vessels, cysts or the nipple. For this, the lesion shape information as well as the information from the digital photograph and conventional imaging was used. However, there are also patients in whom, without prior knowledge about either the presence or the position of the malignancy, differentiating malignant from other high-intensity areas would have been very difficult using the current imaging system. Although we cannot give numbers for sensitivity and specificity for PAM due to the current study design, this observation indicates that currently the specificity of PAM is limited. This was to be expected from the use of a single wavelength. Although the wavelength used, 1,064 nm, is believed to be mostly absorbed by haemoglobin \[[@CR19]\], other chromophores are also known to absorb this wavelength \[[@CR19]\]. Moreover, haemoglobin is not a sole indicator of malignancy, but is also present in larger and smaller blood vessels in normal breast tissue. Therefore, in future PA imaging systems, better specificity can be achieved by the optimal choice of wavelengths. A wavelength combination that can for example differentiate the contribution of oxy-haemoglobin from that of deoxy-haemoglobin or the contribution of haemoglobin from that of water, can be very useful in this, since both the oxygen saturation as well as the water content are known to be altered at malignant sites \[[@CR24], [@CR50], [@CR51]\]. The high visualization rate seems to indicate very good sensitivity of PA imaging for the detection of malignancies. However, true sensitivity and specificity numbers can only be determined in a blind study using an imaging system that can visualize the complete breast.

Conclusions {#Sec19}
===========

PAMmography can visualize breast malignancies with high imaging contrast using the Twente Photoacoustic Mammoscope, operating in planar mode and using one wavelength. All detected lesions could be co-localized with great certainty with the lesions on conventional imaging. The size estimation was comparable to conventional imaging techniques with an average 28 % deviation from the gold standard. From a comfort point of view, by far most patients strongly preferred the PAM investigation to conventional x-ray mammography.

The contrast at 1,064 nm was independent of the radiological breast density. All in all, the study confirms the high potential of PA mammography in breast care. However, the appearance of high-contrast areas outside the malignant region indicates that the specificity of the implementation with the use of a solitary wavelength is not optimal. The results further indicate that in future studies it is useful to investigate the appearance of ILC with respect to IDC as well as the dependence of PA contrast on tumour grade in a larger number of patients.
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